
Supplementary Table 1. Search syntax

PubMed (22) Scopus (43) Web of Science (43)

(Hydrogel OR Hydrocoil OR HydroSoft OR HydroFrame OR HydroFill) 
AND coil AND aneurysm AND randomized

TITLE-ABS-KEY (hydrogel OR hydrocoil OR hydrosoft OR hydroframe OR hydrofill)
AND TITLE-ABS-KEY (coil*)

AND TITLE-ABS-KEY (aneurysm*)
AND TITLE-ABS-KEY (random*)

TS=(hydrogel OR hydrocoil OR hydrosoft OR hydroframe OR hydrofill)
AND TS=(coil*)

AND TS=(aneurysm*)
AND TS=(random*)

Supplementary Table 2. Details of the complication

HGC BPC

Intracranial 
hemorrhage (n 

= 9)

Coil 
migration

(n = 26)

Perforation/
rupture
(n = 17)

Thromboembolic 
event/stroke

(n = 40)

Hydrocephalus
(n = 10)

Intracranial 
hemorrhage

(n = 8)

Coil migration
(n = 16)

Perforation/
rupture
(n = 14)

Thromboembolic 
event/stroke

(n = 54)

Hydrocephalus
(n = 3)

White et al.,5 0 15 9 14 5 0 10 8 25 1

Poncyljusz et al.,16 0 1 0 2 0 0 0 0 2 0

Raymond et al.,7 2 0 2 2 0 2 0 0 2 1

Taschner et al.,6 0 9 6 12 2 0 6 6 12 1

Bendok et al.,4 5 1 0 0 3 4 0 0 0 0

Imamura et al.,8 2 0 0 10 0 2 0 0 13 0

HGC, hydrogel-coated coils; BPC, bare platinum coils.


